
Site Visit Audit-Out Form

Nauru

Location System Part No. Serial No. Config. Version 
/ Cal Factor Cal Date OTHER (property#, notes, etc.)

SMET TRH HMP45D W4410042
WND1 (HI) 05106/08234 18424/72578

WND2 (Low) 05106/08234 18422/44693
ORG ORG-815-DA 04090093

Logger MET 23X 5959

Logger MET comms NL100 1994

GNDRAD PSP PSP 29917F3
PIR PIR 31296F3
IRT KT 19 85 863

Logger GND 23X 5971
Logger GND 

comms NL100 2000

SKYRAD PSPG PSP 31287F3
PIR1 PIR 31305F3

MFRSR MFR7-HEAD 905
MFRSR Logger 9CC1

IRT KT 19.85 868
TRK 2AP 010175 WD33064
NIP NIP 31348E6

PSPD 8-48 33251
PIR2 PIR 31298F3

 
Loggernet 
Computer GX270 J5SYH31 WD42291

Logger SKY 23X 5967

Logger SKY comms NL100 1999

BBSS Antenna RB21 S244003 WD27414

Auditor: Troy Culgan SV-0603N Date: 28 Mar 2006
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DigiCora MW15 S35304 WD30552
Ground Check Set GC25 A17107

Computer IBM380 Laptop
Barometer PA11A T1450041

INSTRUMENTS CEIL CT25K T24501 WD27659
I-VAN CEIL Cmptr IBM380 Laptop

MWR WVR-1100 WD14869
MWR Cmptr GX270 3L5ML51 Los Alomos 1152031

AERI AERI-06
 MPL

MPL Controlr 11002 023S WD33710
MPLLaser Power 

supply  7300-L3 3778 WD27985
MPL remote 7310 6142

MPL Computr IBM380 Laptop
TSI 660 107 WD30882

TSI Computr GX270 GN3WK51 WD46254
MMCR  

TWTA 187ka 18 WD24370
Receiver/Modulator 60001046 7459 WD27443

Interface 60001047 7253 WD27362
Coherent up/down 

converter  R.06-35-.06 15K4 WD24280
Radar Computer  7415-23V L-3205000013 WD27445
Solaris Computer IP6-610 MC9A000872 WD33267

Oscilliscope V-1560 7073507 Hitachi

 

SAFETY FIRST AID
Defibrillator FR2+ 0502062858
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SDS Sun-Server Sunfire V120 FF52050008
Sun-Server Sunfire V120 FF51950023

Collector
Dell Poweredge 

2550 J2PJR01 WD33226

NFS
Dell Poweredge 

2550 23PJR01 WD33222
R1 HP e-PC US13053158

Time Server NTS150
Router Cisco 1700 JMX0621E1P7

Access Server Cisco 2511 250367069
Cisco Switch WS-2950C-24 FHK0628X0T9
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SPARES ORG ORG-115-DA No spare
Barometer PTB201A 505303 12002490
DigiCora MW15 S17401 WD24977

T/RH probe HMP45D W0120003 Cal due date 3/27/04
Anemometer 05106/08234 18426/72577
Anemometer 05106/08234 49705/76843

Logger 23X 5961
Logger Comms NL100 1996

PSP 8-48 No spare
PSP PSP 29914F3
PIR PIR 31309F3
NIP NIP 31346E6

Computer GX620 26RC881 1153904
MFRSR logger B540

OTHER Cisco Switch WS-2950C-24 FHK0629Z0GE E-Van
Cisco Switch WS-2950C-24 FHK0628W0QH I-Van

Sat phone Iridium 9505 Los Alamos 1129704
Sat phone Nera 76EB51097E88

OBS Computer Generic Los Alamos 1144280
Blackbody 1000 374 Calibration

Power Supply 
Precision 2701C 26-1375 12000123

Vane Alignment 18301 99080120 Calibration
Prop Torgue disc 18310 Calibration

Vane Angle 18212 Calibration
Anemometer Drive 18802 CA-02535 Calibration

RSU None
Oxygen Analyzer 311PC 176285 H2Gen

Power Supply 1715 99080120 DC Power supply
U-Van Cmptr IBM600 1101339 (screen failing)
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Audit Out Philosophy 
 
1. Check the part number and correct if necessary.  Enter serial number for all instruments.  They can 

be found on the OMS label or the instrument.  Sometimes the label (OMS or manufacturer) is in a 
non-obvious or hard to see location, so you may have to search it out).  An agency property number 
is also needed, and should be noted in the “OTHER” column.  This is important if the serial number 
can’t be found. 

2. Record the final configurations of instruments as applicable (i.e. Loggers, BBSS).  This may be a file, 
filename or printout. 

3. Inventory spares (instruments, not supplies) in the storage or ARCS vans.  Be sure to include non-
instrument items deemed necessary to track; use your best RESET judgement.  Use the part 
numbers on the items, or from the form; include serial number and location. 

4. Enter the part number, model number (e.g. Dell GX620), and serial number from equipment  that is 
associated with listed instruments (e.g. the MWR computer).  Use the ‘OTHER’ rows if necessary.  
You may also enter the agency property number if no other identification can be found.  This 
information should be entered in the OTHER column for the associated instrument. 
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